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Part I: Introduction and background



Introduction
Motivation

Metals play a crucial role for cellular and subcellular functions 

ÅThe divalent cations Zn 2+ , Ca 2+ and Mg 2+ prevent cytotoxicity and 
in vivo antagonize Cd - induced carcinogenesis. 

ÅLack of body iron is common in cancer patients and it is associated 
with complications in surgery and in animal experiments. The 
transport of iron and other metal ions by the blood plasma is 
achieved through the formation of protein complexes. 

ÅCopper is recognized as an essential element and is primarily 
associated with copper -dependent cellular enzymes triggering 
redox reactions or for the stabilization of protein particulates.

ÅIn addition it is well known that a number of toxic metals can 
inhibit enzyme functions, which leads to serious health issues. 
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Introduction
Motivation

Common methods for metal analysis

ÅAtomic absorption spectroscopy (AAS)

ÅInductively -coupled plasma optical emission spectroscopy (ICP -OES)

ÅInductively -coupled plasma mass spectrometry (ICP -MS)

ÅHigh demands on laboratory environment and staff

ÅNecessary sample amounts are often too high

Ĕ Samples are sent to central or service labs for analysis

Ĕ restricted numbers of analyzed samples

Ĕ high costs

Ĕ long waiting time for samples
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Introduction
TXRF spectroscopy
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X-ray tube

monochromator

detector

sample disc

Total reflection X- ray fluorescence spectroscopy

Å Samples must be prepared on a reflective media

Å Polished quartz glass or polyacrylic glass disc 

Å Dried to a thin layer, or as a thin film or microparticle

Beam angle: 0° / 90°



Introduction
TXRF spectroscopy

Sample preparation of minute liquid samples 

Å Aliquotation of sample (10 µl ï10 ml)

Å Addition of internal standard (mono -element solution)

Å Homogenization (mixing)

Å Transfer of 10 µl sample to sample carrier

Å Drying
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Introduction
TXRF spectroscopy

Sample preparation of minute liquid samples (< 10 µl)

Å Preparation of sample droplet on sample carrier

Å Direct addition of internal standard onto sample droplet

Å Drying

Ĕ Results are not as reproducible as for external mixing      
but  in most cases still sufficient 

Ĕ Also possible: Weighing of microsamples directly on    
carrier and subsequent internal standardization and    
ashing or digestion
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Introduction
TXRF spectroscopy

Sample preparation of solid or very viscous samples

Å Weighing of sample (amount depending on balance working 
range)

Å Suspension in water or alcohol (ultrasonic bath optional)

Å Addition of internal standard

Å Homogenization

Å Transfer of 10 µl sample to sample carrier

Å Drying
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Introduction
TXRF spectroscopy

S2 PICOFOX

Å Mo-tube 50 kV/1000 µA

Å 60 mm 2 XFlash SDD

Å 25 position sample changer

S4 T ·STAR

Å Mo tube, 50 kV/1000 µA

Å W-tube, 50 kV/1000 µA

Å Monochromator system for Mo -K, W -L and     
W-Brems monochromatisation

Å 60 mm 2 XFlash SDD

Å 90 position sample changer

2/28/2019 11



Introduction
TXRF spectroscopy
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Element range S2 PICOFOX
1 2

H He
Hydrogen Helium

3 4 5 6 7 8 9 10

Li Be B C N O F Ne
Lithium Beryllium Boron Carbon Nitrogen Oxygen Fluorine Neon

11 12 13 14 15 16 17 18

Na Mg Al Si P S Cl Ar
Sodium Magnesium Aluminium Silicon Phosphorus Sulphur Chlorine Argon

19 20 21 22 23 24 25 26 27 28 29 30 31 32 33 34 35 36

K Ca Sc Ti V Cr Mn Fe Co Ni Cu Zn Ga Ge As Se Br Kr
Potassium Calcium Scandium Titanium Vanadium Chromium Manganese Iron Cobalt Nickel Copper Zinc Gallium Germanium Arsenic Selenium Bromine Krypton

37 38 39 40 41 42 43 44 45 46 47 48 49 50 51 52 53 54

Rb Sr Y Zr Nb Mo Tc Ru Rh Pd Ag Cd In Sb Sn Te I Xe
Rubidium Strontium Yttrium Zirconium Niobium Molybdenum Technetium Ruthenium Rhodium Palladium Silver Cadmium Indium Antimony Tin Tellurium Iodine Xenon

55 56 57 72 73 74 75 76 77 78 79 80 81 82 83 84 85 86

Cs Ba La Hf Ta W Re Os Ir Pt Au Hg Tl Pb Bi Po At Rn
Cesium Barium Lanthanum Hafnium Tantalum Tungsten Rhenium Osmium Iridium Platinum Gold Mercury Thallium Lead Bismuth Polonium Astanine Radon

87 88 89

Fr Ra Ac
Francium Radium Actinium

58 59 60 61 62 63 64 65 66 67 68 69 70 71

L Ce Pr Nd Pm Sm Eu Gd Tb Dy Ho Er Th Yb Lu
Lanthanides Cerium Praseodymium Neodymium Promethium Samarium Europium Gadolynium Terbium Dysprosium Holmium Erbium Thulium Ytterbium Luthetium

90 91 92 93 94 95 96 97 98 99 100 101 102 103

Ac Th Pa U Np Pu Am Cm Bk Cf Es Fm Md No Lr
Actinides Thorium Proactinium Uranium Neptunium Plutonium Americium Curium Berkelium Californium Einsteinium Fermium Mendelevium Nobelium Lawrencium

Impossible to analyse Analysed using K-lines

Difficult to analyse Analysed using L-lines



Introduction
TXRF spectroscopy
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Element range S4 T - STAR
1 2

H He
Hydrogen Helium

3 4 5 6 7 8 9 10

Li Be B C N O F Ne
Lithium Beryllium Boron Carbon Nitrogen Oxygen Fluorine Neon

11 12 13 14 15 16 17 18

Na Mg Al Si P S Cl Ar
Sodium Magnesium Aluminium Silicon Phosphorus Sulphur Chlorine Argon

19 20 21 22 23 24 25 26 27 28 29 30 31 32 33 34 35 36

K Ca Sc Ti V Cr Mn Fe Co Ni Cu Zn Ga Ge As Se Br Kr
Potassium Calcium Scandium Titanium Vanadium Chromium Manganese Iron Cobalt Nickel Copper Zinc Gallium Germanium Arsenic Selenium Bromine Krypton

37 38 39 40 41 42 43 44 45 46 47 48 49 50 51 52 53 54

Rb Sr Y Zr Nb Mo Tc Ru Rh Pd Ag Cd In Sb Sn Te I Xe
Rubidium Strontium Yttrium Zirconium Niobium Molybdenum Technetium Ruthenium Rhodium Palladium Silver Cadmium Indium Antimony Tin Tellurium Iodine Xenon

55 56 57 72 73 74 75 76 77 78 79 80 81 82 83 84 85 86

Cs Ba La Hf Ta W Re Os Ir Pt Au Hg Tl Pb Bi Po At Rn
Cesium Barium Lanthanum Hafnium Tantalum Tungsten Rhenium Osmium Iridium Platinum Gold Mercury Thallium Lead Bismuth Polonium Astanine Radon

87 88 89

Fr Ra Ac
Francium Radium Actinium

58 59 60 61 62 63 64 65 66 67 68 69 70 71

L Ce Pr Nd Pm Sm Eu Gd Tb Dy Ho Er Th Yb Lu
Lanthanides Cerium Praseodymium Neodymium Promethium Samarium Europium Gadolynium Terbium Dysprosium Holmium Erbium Thulium Ytterbium Luthetium

90 91 92 93 94 95 96 97 98 99 100 101 102 103

Ac Th Pa U Np Pu Am Cm Bk Cf Es Fm Md No Lr
Actinides Thorium Proactinium Uranium Neptunium Plutonium Americium Curium Berkelium Californium Einsteinium Fermium Mendelevium Nobelium Lawrencium

Impossible to analyse Analysed using K-lines (Mo-K excitation) Analysed using K-lines (W-Brems excitation)

Difficult to analyse Analysed using L-lines (Mo-K excitation)



Introduction
TXRF spectroscopy
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Sensitivity S2 PICOFOX vs. S4 T - STAR



Part II: Dr. Po -Wah So

TXRF elemental profiling in Alzheimerós disease



TXRF-based Elemental Profiling 
in Alzheimerôs Disease

Dr Po-Wah So

Senior Lecturer in Biomedical Imaging and Spectroscopy

Head, PhenomicsLab

Po-wah.so@kcl.ac.uk

Department of Neuroimaging,

Maurice Wohl Clinical Neuroscience Institute,

Institute of Psychiatry, Psychology and Neuroscience

@powahso
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Metal 

Dyshomeostasis

Amyloid 

and Tau

https://doi.org/10.3389/fnagi.2014.00138
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No consensus

Traditional elemental/metal analysis methods

limited elements measured concomitantly

matrix effects

Aim

Discriminate 
between control and 
Alzheimerôs Disease 

by plasma TXRF 
elemental profiling
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